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A fundamental study to characterize the flow around an oscillating cylinder in a pulsatile flow
environment is investigated. This work is motivated by a new proposed design of the total artificial
lung TAL, which is envisioned to provide better gas exchange. The Navier–Stokes computations
in a moving frame of reference were performed to compute the dynamic flow field surrounding the
cylinder. Cylinder oscillations and pulsatile free-stream velocity were represented by two sinusoidal
waves with amplitudes A and B and frequencies c and , respectively. The Keulegan–Carpenter
number Kc=Uo /Dc was used to describe the frequency of the oscillating cylinder while the
pulsatile free-stream velocity was fixed by imposing  /Kc=1 for all cases investigated. The
parameters of interest and their values were amplitude 0.5DAD, the Keulegan–Carpenter
number 0.33Kc1, and the Reynolds number 5Re20 corresponding to operating
conditions of the TAL. It was observed that an increase in amplitude and a decrease in Kc are
associated with an increase in vorticity up to 246% for every Re suggesting that mixing could be
enhanced by the proposed TAL design. The drag coefficient was found to decrease for higher
amplitudes and lower Kc for all cases investigated. In some cases the drag coefficient values were
found to be lower than the stationary cylinder values A=0.5, Kc=0.3, and Re=10 and 20. A
lock-in phenomenon cylinder oscillating frequency matched the vortex shedding frequency was
found when Kc=1 for all cases. This lock-in condition was attributed to be the cause of the rise in
drag observed in that operating regime. For optimal performance of the modified TAL design it is
recommended to operate the device at higher fiber oscillation amplitudes and lower Kc avoiding the
lock-in regime. © 2011 American Institute of Physics. doi:10.1063/1.3576186
I. INTRODUCTION
Obstructive lung disease, including asthma, pulmonary
fibrosis, and chronic obstructive lung disease, is one of the
leading causes of morbidity and mortality in United States.1,2
For end-stage lung diseases lung transplant is the only
option.3 As the wait time for the lung availability has in-
creased over the years due to a shortage of donors, several
other alternatives have been proposed,4 which can be labor
intensive, costly, and nonambulatory.5 The need for the de-
velopment of a total artificial lung TAL capable of provid-
ing ambulatory total respiratory support for weeks to months
has gained interest in recent years.6 The goal of this device is
to serve as a bridge to lung transplant or lung recovery. The
TAL is composed of hundreds of microporous hollow fibers
300 m in diameter inside an oval shaped cross-sectional
casing with inlet and outlet ports for blood and oxygen.7 The
device is attached to the cardiovascular circulation through
the pulmonary artery either in parallel or series.7 When
deoxygenated blood enters the device it flows across the
bundle of fibers through which oxygen-rich air flows. This
cross-flow system allows gas exchange, which is typically
governed by the resulting vortex interaction downstream of
the cylindrical fibers. Results from initial in vivo experiments
indicate that the TAL can sustain O2 and CO2 requirements
for periods as long as seven days in pigs and sheep.8 Never-
theless, further improvement in the design of the TAL is
required to support the basal gas exchange in humans 240
ml/min of O2 and 200 ml/min of CO2 for a cardiac output of
4–6 l/min.
The gas exchange process in the TAL is governed by the
evolving vortex field behind the cylindrical hollow fibers,
and consequently much of the recent research effort has fo-
cused on understanding the fluid dynamics interactions asso-
ciated with the current TAL design under varying operating
conditions. Lin et al.9 conducted experimental studies to
characterize the vortex evolution behind single and multiple
cylindrical fibers under physiological pulsatile flow condi-
tions Reynolds number Re=1–5 and Stokes number St
=0.18–0.37. For a single cylinder under pulsatile flow, a
critical value of the Stokes St number, which favors vortex
formation, was observed. It was shown that the arrangement
of the fibers side by side, tandem circular, and staggered
plays an important role in the vortex structure behind the
fibers with a side-by-side configuration producing larger vor-
tices compared to the other two configurations.
Chan et al.10 investigated, through numerical computa-
tions, pulsatile flow and gas transport of a Newtonian passive
fluid across an array of cylindrical microfibers. Improvement
in gas exchange was found to be significant when the pulsa-
tile oscillation frequency and Reynolds number were in-
creased while keeping a small void fraction between the fi-
bers. The staggered array arrangement was shown to give
better gas transfer per fiber for relatively large void fraction
and a smaller pressure drop low drag. Zierenberg et al.11,12
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performed computational studies where the effect of pulsa-
tility on the drag and the gas exchange on a single fiber were
investigated for Newtonian and non-Newtonian fluids. For
single fiber they found that the drag force increases with
increasing Re and amplitude and frequency of the pulsatile
flow. The value of the Sherwood number Sh was always
lower than that for the steady-state value, which indicates
that no improvement was achieved due to pulsatility. It was
concluded that for the maximum mass transport across the
fiber, the device should be operated close to steady state.
Physiological conditions in the human body do not allow
for operating the TAL close to steady state since the heart
rate and cardiac output will dictate frequency and amplitude,
respectively. Thus, the TAL design needs to be reconsidered.
An optimal design of an artificial lung device must provide
complete gas exchange support, should match the native pul-
monary impedance to prevent right ventricular dysfunction,13
should have small flow resistance flow drag, should cause
minimal blood trauma, and should be compact in size for
ambulatory purposes. From a fluid mechanics point of view,
in order to improve the gas exchange in the TAL, mixing
needs to be enhanced or more specifically the vorticity pro-
duction inside the device should be increased. Since pulsa-
tility alone cannot be used to increase the vorticity
production,11,12 a simple mechanical way should be thought
off, keeping in mind the constraints associated with the de-
sign of the TAL. A proposed modification is to provide a
mechanical oscillation to the entire array of microfibers,
which could provide additional convective forces to the fluid
in the direction normal to the direction of the vibration. This
could potentially result in enhancing the vorticity and in turn
the gas exchange associated with the basic TAL design with
possibly minimal increase in drag. Since the amplitude and
frequency of the oscillations will be small, the associated
blood cell trauma which is caused by shearing of the blood
caused by pumping blood in mechanical ventilators is en-
visioned to be minimal as no high shear stresses would be
generated via this approach. Also, if the induced stress field
via the cylinder oscillation does not activate the platelets, it
could potentially help in reducing the chances of blood clot-
ting and infections as the fibers are under constant motion.
To better understand the fluid dynamic interaction asso-
ciated with cylinder oscillation in pulsatile flow a detailed
parametric investigation is required. Many studies14,15 for
forced and free cylinder oscillation for uniform flows are
available in the literature. Since these studies were primarily
focused on structural and marine application, low Reynolds
number cases were Re100 rarely investigated. However,
from these studies it can be inferred that when a cylindrical
body undergoes oscillation in a uniform stream of fluid16,17
or when a fixed body is exposed to a stream with an imposed
oscillation,18 the structures of unsteady separation are altered
dramatically. These oscillations provide a means to couple
the flow along the span of the body, and this usually results
in a large increase in the surface vorticity and correlation
length. Detailed analysis of the flow reveals that the motion
of the body in uniform flow can take control of the instability
mechanism that can lead to vortex shedding at much lower
Reynolds number Re14.19 Hence, the flow generated by
vortex shedding around a vibrating cylindrical body can have
very significant differences from that around a fixed one.
Moreover, the combination of pulsatile/oscillatory flow with
forced cylinder oscillation would further result in altering the
fluid dynamics significantly.
As no previous studies have been reported for this fun-
damental class of fluid mechanics problem involving cylin-
der oscillation under pulsatile flow environment, it is the
purpose of this study to fill this void. This work, motivated
by the TAL, is focused on elucidating flow characterization
around a single oscillating cylinder under pulsatile inflow
conditions. Although the influence of neighboring fibers is
not taken into account, this fundamental study represents the
first step of a series of studies as it represents the basic ele-
ment of the TAL device. In subsequent work, the influence of
neighboring fiber oscillations will be considered to better
characterize the device. The present work deals mainly with
a detailed numerical investigation of the oscillating cylinder
interaction with the incoming pulsatile flow for various os-
cillation amplitudes and frequencies. As the motivation of
this study is the TAL, the present study explores the para-
metric space for low Reynolds number cases Re20,
which corresponds to the TAL operating conditions.
The following work describes a fundamental fluid me-
chanics problem solved numerically for various oscillation
amplitudes and frequencies Secs. II–IV. The results from a
stationary cylinder are presented first and compared to those
for an oscillating cylinder Sec. V. Streamline evolution in
time, vorticity, and drag are used to compare the effects of
the different degrees of oscillation. Finally, conclusions and
recommendations are presented in Sec. VI.
II. PROBLEM STATEMENT
Numerical computations of the pulsatile flow past an os-
cillating cylindrical fiber have been investigated in the
present study. A schematic of the problem is shown in Fig. 1.
A Newtonian fluid with constant density  and viscosity  is
assumed. An infinitely long horizontal cylindrical fiber with
diameter D which is placed perpendicular to the incoming
pulsatile flow in x-direction is considered. The pulsatile free-
stream velocity profile is given by
FIG. 1. Schematic of pulsatile flow past the oscillating cylinder.
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U = Uo + B sint , 1
where Uo is the mean average velocity, B is the dimensional
amplitude of velocity oscillation,  is the dimensional angu-
lar frequency of the oscillation, and “t” is the dimensional
time. The cylinder is allowed to oscillate only in vertical
direction and the cylinder vibrating velocity is given by
Uc = A sinct , 2
where A is the dimensional oscillating velocity amplitude
and c is the dimensional frequency of oscillation of the
cylinder.
III. GOVERNING EQUATIONS
The evolution of the flow field due to the oscillation of
the cylindrical fiber is governed by the unsteady Navier–
Stokes equations in a moving frame of reference. For the
incompressible fluid surrounding the cylinder, the conserva-
tion of mass and momentum on an arbitrary control volume
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where  is the nondimensional volume,  represents the
density, p is the nondimensional pressure, V  is the flow
nondimensional velocity vector, ui
 is the ith nondimensional
velocity component, i⌒ is the respective unit vector in the
Cartesian system, Re is the Reynolds number Re
=UoD / based on the cylinder diameter, and V s
 is the
nondimensional grid velocity of the moving boundary of the
control volume. Due to the moving coordinate system, which
involves control volume with moving boundaries V s
0,
an additional equation which is an outcome of a typical con-
trol volume formulation has to be satisfied simultaneously
with the above conservation equations. This equation relates
the change of the elementary control volume to the coordi-









 · ds = 0. 5
This SCL describes the conservation of space when the con-
trol volume changes its shape or position with time.



























The above system of conservation laws is solved subject to
the boundary conditions depicted in Fig. 1. A pulsatile inflow
velocity Eq. 1 is imposed at the inlet. At the oscillating
cylinder surface no-slip condition is imposed, which implies
that the fluid in contact with the cylinder surface also has the
same velocity as that of the cylinder Eq. 2. The inflow
pulsatile velocity and the cylinder oscillating velocity are
nondimensionalized using the above scales to yield
U
 = 1 + B sint/Kc 7
and
Uc
 = A sint/Kc , 8
where Kc is the Keulegan–Carpenter number Kc=Uo /Dc
and A and B are the dimensionless velocity amplitudes.
The exit is modeled as a free outflow21 that is placed a suf-
ficiently large distance from the cylinder surface. The top
and bottom of the computational domain are modeled as a
periodic boundary condition. Thus, for every time step the
evolving flow field due to the oscillating cylinder inside a
pulsatile flow is solved using the conservation equations
Eqs. 3 and 4 along with the above mentioned boundary
conditions.
IV. NUMERICAL PROCEDURE
In order to obtain a discrete form of the conservation
laws, the solution domain is discretized into a finite number
of unstructured quadrilateral CVs. The computational points
nodes are placed at the center of each CV, while boundary
nodes reside at the center of boundary cell faces. For the time
discretization, a fully implicit time differencing is employed.
All dependent variables are stored in a collocated variable
arrangement, which allows only one set of control volumes
to be generated, as opposed to four sets in the case of stag-
gered arrangement.
In the present computations, the grid velocities are not
explicitly computed from the SCL; however, the volume flux
through the CV faces, which results from its motion, is cal-






















 . The swept volume j
 is easily
computed since the CV vertices are known for all times. The
convective term in the momentum equation, which repre-
sents the rate at which the dependent variable ui
 is con-
victed into out of CV through cell face “S,” is approxi-
mated as follows:
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 , 11
where the 	 quantities represent the interpolated values at
the cell face S. The cell face velocity V j
 is obtained from a
special interpolation procedure as described by Demirdzic
and Muzaferija22 to assure stable solution procedure and to
avoid checker-board pressure oscillations associate with col-
located grid arrangement. The value of ui
j
	 is obtained by a
blend of a second-order accurate formula22 with some small






uijSO − uijFO , 12
where 
 is the blend factor with the value between 0 and 1
and the superscripts “FO” and “SO” represent the orders of
accuracy. This approach combines the accuracy of a second-
order scheme and the stability of a first-order scheme.
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dj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14
where the overbar represents the arithmetic mean between
the nodes P and Pj across the cell face j and the value of
ui
j is calculated using the space-centered second-order
formula.22 This second-order space-centered interpolation
cannot sense the oscillations having period twice than the
characteristic length of the mesh. Thus, an induced unphysi-
cal oscillatory profile remains superimposed onto the other-
wise smooth spatial variation of the dependent variable. To
avoid this situation a third-order diffusion term expression
in square brackets in Eq. 14 is introduced. This additional
diffusion transport smoothes out these unphysical oscilla-
tions during the solution process.
After the discretization of the conservation laws, the sys-
tem of equations can be assembled in the form of nonlinear
algebraic equations which links the value of the dependent
variable at the control volume center with its values at the








j = bui. 15
The resulting coefficients can be found in Ref. 22. These
coefficients are obtained by utilizing the collocated version
of the semi-implicit method for pressure linked equation23
procedure as given by Demirdzic et al.24 The above system is
linearized and the set of equation for each dependent variable
is temporarily decoupled by assuming that the coefficients
and source term are known based on previous time step,




 = bui 16
for all the dependent variables. In the present computations
the above linear system is solved using the conjugate gradi-
ent squared stabilized method,25 with an incomplete
Cholesky preconditioner.
Grid generation at each time step is carried out via a
layering approach.26 The entire solution domain is divided
into three layers that surround the oscillating cylinder at any
instant. The mesh points in the layer surrounding the moving
body layer 1 move as if they are attached in a rigid manner
to the body. The mesh nodes in the third layer are fixed with
respect to time. The velocities of the mesh point in second
layer are gradually relaxed from their corresponding rigid
values through a weight function.26 The weighting function
is designed to gradually reduce the mesh velocities from
their rigid values depending on their spatial distance from the
edge of the first layer. To improve the aspect ratios in the
second layer, an iterative orthogonal Laplacian algorithm27
was used at each time step.
V. RESULTS AND DISCUSSION
The oscillation of the cylindrical fiber inside the TAL is
envisioned to improve the basal gas exchange rate in TAL to
ultimately provide total respiratory support. Thus, a paramet-
ric study is carried out to understand the fluid dynamics as-
sociated with an oscillatory cylinder and to elucidate the role
of various parameters for a single cylinder, which might pro-
vide insights into the proposed TAL design. The operating
range of the TAL corresponds to low Reynolds numbers. As
a result the cylinder oscillation is studied for Re=5, 10, and
20 as investigated by other researchers.9–12 It has been dem-
onstrated by Chan et al.10 that pulsatile flow improves the
gas exchange for the “array” of cylindrical microfibers by
increasing the Reynolds number and keeping small void
fraction between the fibers. However, in single fiber
studies11,12 no improvement in the gas exchange is observed
due to pulsatility. From a physiological perspective, the heart
acts as natural pump to the TAL and therefore it would be
challenging to vary the pulsatility in the TAL. Thus, even
though the gas exchange can be enhanced via increasing pul-
satility, its practical applicability would be limited. Thus, in
the present study the pulsatile inflow Eq. 7 is fixed for all
the cases investigated with B=0.25 and  /Kc=1. Finally,
the amplitudes A of the oscillation of the cylinder Eq.
8 are taken to be 0.5 and 1 at Kc=0.3 and 0.5 and 1 for
each Reynolds number.
To check the robustness and accuracy of the computa-
tional approach used in the present study, the solver is first
validated against benchmark cases found in the literature.
Two cases are used to validate the solver: uniform flow past
a fixed cylinder for different Reynolds numbers and uniform
flow past an oscillating cylinder under varying frequency
ratio of cylinder oscillation. Table I compares the result ob-
tained by the present solver with other studies for lift and
drag characteristics. It is concluded that the results obtained
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by the numerical procedure utilized in the present study are
in good agreement with those found in the literature.17,28
For the computations of an oscillating cylinder in pulsa-
tile flow a square computational domain is utilized with the
cylindrical fiber placed at the center and all the computa-
tional boundaries kept at 30D from the cylinder. The grid and
time independence of the results given in the section are
confirmed by carrying out the simulations at Re=20, Kc
=0.3, and A=1. Three grids 400400, 450450, and
500500 and three time steps t=510−4, 110−4, and
810−5 are used to ascertain the grid and time indepen-
dence. A fine O10−4 nonuniform mesh spacing is used in
the region near cylinder surface for resolving the viscous
layer, and a coarse O10−2 equally spaced mesh is used in
the outer region near the boundaries of the computational
domain, where viscous effects are negligible. The effects of
different grids and time steps are observed on the surface
drag. It is observed that the difference in surface drag in
going from a 450450 grid to a 500500 grid is on the
order of 1%. So the results are obtained on a 450450
grid to reduce the computational effort. For this grid the time
independence study is carried out, and it is observed that the
difference between t=110−4 and t=810−5 is almost
less than 2%. Thus, t=110−4 is utilized for all the com-
putations.
A. Pulsatile flow past a stationary cylindrical fiber
In order to assess the improvement in the TAL via the
forced fiber oscillation, a baseline solution is first computed
for the stationary cylinder at the same pulsatile inflow con-
dition Eq. 7. The flow field evolution across a stationary
cylinder in pulsatile flow is first understood and then the
associated drag and vorticity magnitude across the cylinder
are computed for Re=5, 10, and 20. Figure 2 depicts the
streamline profiles at various times in a pulsatile cycle B
=0.25 and  /Kc=1 for Re=20. The size of the vortex be-
hind the cylinder is found to be dependent on the pulsatile
cycle. At t0 Fig. 2a two symmetric vortices appear at
the back of the cylinder. The growth in the size of the vorti-
ces is seen during the inflow fluid acceleration period, t
= /8- /2, Figs. 3a–3c and it continues during the en-
tire inflow deceleration phase t= /2-3 /2. For all the cases
investigated Re=5, 10, and 20 the vortices reach their
maximum size at t=3 /2 Fig. 3c and remain symmetri-
cally attached to the cylinder. During the last quarter of the
pulsatile cycle when incoming fluid starts its acceleration
phase again, the vortices start collapsing and are shed. Since
the incoming fluid is in acceleration mode it dissipates the
shed vortices Fig. 3e quickly within a short distance ap-
proximately D from the cylinder. For all the cases a com-
plete dissipation of vortices takes place at around t=2,
which is the beginning of the new pulsatile cycle. Similar
vortex growth and collapse in the last quarter of the pulsatile
flow were reported by Lin et al.9 in their fundamental experi-
mental work.
In contrast with the studies of uniform flow past a
cylinder,29 where the size of the vortex increases with the
increasing velocity magnitude Reynolds number, a differ-
ent trend is observed for the case of pulsatile flow. Maximum
vortex size behind the cylinder is observed when the inflow
velocity during the cycle reaches its minimum value, while
the onset of the vortex occurs just before reaching the maxi-
mum velocity. To understand these phenomena pressure gra-
dient across the cylinder was plotted Fig. 3 for the entire
pulsatile cycle. A positive pressure gradient exists behind the
cylinder throughout most of the cycle. This adverse pressure
gradient causes flow separation and ultimately vortex forma-
tion behind the cylinder. As the velocity increases, pressure
builds up on the back of the cylinder until it is strong enough
to produce flow separation. Soon after the velocity starts to
slow down, this pressure gradient reaches a maximum. The
vortex continues to increase in size until a favorable pressure
gradient is encountered. This event occurs near t=3 /2,
where the velocity is minimum. This favorable pressure gra-
dient is quickly overcome by the increasing momentum of
the rushing fluid, which sheds the vortices away from the
cylinder surface and subsequently collapses them at the be-
ginning of the new cycle.
The resistance drag offered by the TAL needs to be
estimated in order to account for the amount of force the
heart has to work against. Ideally for the TAL it is desired to
have low drag and high gas exchange rate. Therefore, to
qualitatively asses these parameters, drag coefficient CD
and average vorticity were calculated as means to quantify
the degree of gas exchange mixing and the resistance inside
the TAL, respectively. For the stationary single cylinder case
it was found that vorticity and vortex size increased with
TABLE I. Comparison between the results obtained by the present work and those found in the literature.
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increasing Reynolds number, while CD followed an opposite
trend see Sec. V B. These two results were also observed in
similar studies by Zierenberg et al.11,12
B. Pulsatile flow past an oscillating cylindrical fiber
The dynamically evolving flow field due to the cylinder
oscillation under pulsatile flow is investigated by studying
the streamline patterns at various times in the pulsatile cycle.
These streamlines can be seen in Fig. 4 for different times in
a pulsatile cycle for Re=20, Kc=0.5, and A
=1. The Kc
value of 0.5 corresponds to two cylinder oscillation cycles
per single pulsatile cycle. During the first phase of the cycle
0 t /4 when the cylinder starts its upward motion
from its mean datum location, which also corresponds to
fluid acceleration regime of the incoming pulsatile flow, two
weak small vortices appear Fig. 4a on either side of the
cylinder. As the cylinder continues its upward motion, the
small vortex on the upstream side collapses while being in
contact with the cylinder. The vortex on the downstream side
detaches from the surface and starts collapsing at a short
distance from the cylinder surface Fig. 4b. Meanwhile,
the cylinder reaches its maximum positive amplitude and
FIG. 2. Color online Streamline at various times during a pulsatile cycle B=0.25 and  /Kc=1 for a stationary cylinder at Re=20.
FIG. 3. Temporal pressure gradient across the fiber and the inflow velocity
for a stationary fiber.
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starts its downward descent. As the cylinder moves down-
ward, a further low pressure region is created downstream of
the cylinder resulting in a reappearance of the vortex which
had almost collapsed Fig. 4c. As the cylinder moves
down to its minimum displacement Fig. 4d, this vortex is
shed and a new vortex appears on the cylinder surface while
returning to the mean datum location Fig. 4e. As the cyl-
inder starts its second cycle of oscillation, the detached vor-
tex in the fluid undergoes a clockwise rotation toward the
cylinder while entraining fluid, which results in growth of
the vortex. When the cylinder reaches its maximum displace-
ment Fig. 4f again, the growing attached vortex is shed in
FIG. 4. Color online Streamline at various times during a pulsatile cycle for an oscillating cylinder at Re=20, Kc=0.5, and A=1.
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the fluid, whereas a new vortex starts appearing in the de-
scent mode. As the cylinder moves toward its datum position
the clockwise rotation vortex merges with the newly evolv-
ing vortex at the surface Fig. 4g. As a result of vortex
merging, the size of the vortex becomes larger and is even-
tually shed by the cylinder in the return stroke Fig. 4h.
This large vortex gets dissipated downstream shortly, and the
two vortices again reappear as the cylinder reaches close its
end of the second vibration cycle.
The effects of the Reynolds number on the vortex for-
FIG. 5. Color online Streamline at various times during a pulsatile cycle for an oscillating cylinder at Re=5, Kc=0.5, and A=1.
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mation are also investigated. It is observed that if the cylin-
der oscillation parameters A and Kc are kept constant, a
similar vortex evolution behavior is observed. Figure 5
shows streamline plots for Re=5, Kc=0.5, and A
=1. As the
Reynolds number is decreased, the viscous forces associated
with the incoming pulsatile flow increase, which are attrib-
uted to a quick dissipation of vortices in the downstream side
of the cylinder. For the case of Re=5 Fig. 5 and 20 Fig. 4,
during the first cylinder oscillation cycle the vortex evolution
is similar, however, just before the beginning of the second
cycle differences is observed. For Re=5 in contrast to Re
=20, the vortices shed during the first cycle are quickly
dissipated within a short distance from the cylinder surface
resulting in no vortex interaction with vortices of subsequent
cycles.
Significant effects of cylinder oscillation frequency and
amplitude on vortex formation are found. Figure 6 shows the
flow field at t=3 /2 for Re=20, A=1, and for different Kc.
The values of Kc 1, 0.5, and 0.33 correspond to 1, 2, and 3
oscillations per pulsatile cycle, respectively. It is observed
that an increase in the frequency corresponds to the increase
in the number of vortices generated per pulsatile cycle. A
single vortex is shed when the cylinder returns from its peak
location to the datum on either side; thus, in total two vorti-
ces are shed per cycle. It can be observed that for Kc=1 only
one vortex is formed, while for Kc=0.5 two vortices are
formed. For Kc=0.33, only two vortices are observed; how-
ever, three vortices were formed for t3 /2. Two of the
three vortices combined to form one larger vortex. Although
the number of vortices generated is controlled by the cylin-
der oscillation frequency, for enhancing mixing and gas ex-
change these vortices need to be convicted downstream, par-
ticularly as the TAL has low operating Reynolds numbers.
Figure 7 shows the streamlines at t=3 /2 for Re=20, Kc
=0.5, and for A=0.5 and 1. It is observed that an increase in
amplitude is associated with an increase in vortex convection
downstream of the cylinder. For small amplitude Fig. 7a
the shed vortex is dissipated fast with a distance of two-
dimensional downstream of the cylinder, whereas for larger
amplitude Fig. 7b the vortex dissipation takes longer and
travels approximately four-dimensional downstream of the
cylinder before it completely dissipates. This suggests that
both vortex formation and vortex convection/dissipation can
be controlled mechanically in the TAL by the frequency and
amplitude of the oscillations.
To quantitatively understand the effects of cylinder os-
cillation in the presence of pulsatile flow, surface quantities
drag and vorticity magnitude were measured until a peri-
odic steady periodic state is reached. To assess the improve-
ment gained by oscillating the cylinder, results are compared
with the cases when the cylinder is not vibrating Sec. V A.
Figure 8 shows the time evolution of drag and surface vor-
ticity magnitude for Re=20 at various cylinder vibrating fre-
quency and amplitudes. A substantial gain in the surface vor-
ticity magnitude across the cylinder is obtained for all the
cases investigated whereas no significant gain in the drag
values except for Kc=1 for all A and Re is observed. Time
average values for vorticity magnitude and surface drag co-
efficient were computed over one pulsatile cycle. Figure 9
shows the time average values for the vorticity and drag
FIG. 6. Color online Streamline snapshots at t=3 /2 for different Kc at Re=20 and A=1.
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coefficient for different amplitudes and frequencies of the
cylinder oscillation as a function of Reynolds number. In
addition, the drag coefficient and vorticity magnitude for a
stationary cylinder are also plotted in the same graph for
comparison purposes. For all the cases investigated, the av-
erage drag decreases with an increasing Re, whereas surface
vorticity magnitude increases with an increasing Reynolds
number. These trends are similar to the cases when the cyl-
inder is stationary.
To estimate the improvement obtained by oscillating the
cylinder, the percentage increase/decrease in average vortic-
ity magnitude and drag coefficient against the stationary cyl-
inder were calculated and shown in Fig. 10. For a fixed am-
plitude, decreasing Kc results in a significant gain in vorticity
magnitude that corresponds to enhanced mixing and im-
provement in gas exchange when compared to the case when
the cylinders are not oscillating for all Reynolds number.
Also, the percentage gain in vorticity is found to be maxi-
mum at low Re. This is, in particular, advantageous as the
TAL operates in a low Reynolds number regime. It is also
noteworthy that a further enormous gain in the vorticity mag-
nitude is seen if the amplitude is doubled under the same
conditions. A significant percentage increase in average vor-
ticity of 246% was obtained for A=1, Kc=0.3, and Re=5.
FIG. 7. Color online Streamline snapshots at t=3 /2 for different A at
Re=20 and Kc=0.5.
FIG. 8. Color online Time evolution of drag coefficient a and b and average surface vorticity magnitude c and d for different A and Kc at Re
=20.
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This large gain in vorticity is attributed to the associated
delay in vortex dissipation via increasing the amplitude of
the oscillations.
Although the vorticity magnitude increases with oscilla-
tion frequency and amplitude, a reverse trend is seen in the
average drag coefficient. For a fixed amplitude, the drag co-
efficient decreases with a decreasing Kc. Results indicate that
there is a considerable increase in average CD for all Re at
Kc=1. This sudden jump in the average drag coefficient at
Kc=1 for all Re is attributed to the lock-in condition.
30 This
fluid dynamics phenomenon typically occurs when the struc-
ture oscillating frequency matches the vortex shedding fre-
quency in the fluid and is associated with sudden increases in
drag and lift characteristic of the structure. For all the Rey-
nolds numbers investigated it was confirmed via a fast Fou-
rier transform that for Kc=1 the wake shedding frequency
matches with the cylinder oscillating frequency. As the Kc
value was reduced below 1, the average CD values decreased
further and in some cases A=0.5, Kc=0.3, and Re=10 and
20 were found to be below the stationary cylinder Figs.
10b and 10c values. This suggests that the proposed TAL
design, which includes the cylinder oscillation, should oper-
ate in this identified regime higher oscillation amplitudes
and lower Kc where the gas exchange can potentially be
enhanced to the desired limits and the drag associated with
the device can be reduced by increasing oscillation fre-
quency even below the standard drag values associated with
original TAL design stationary cylinders.
It is important to emphasize that the vortex formation
during the case of pulsatile flow past a stationary cylinder
results in symmetric vortices that remain attached to the cyl-
inder during most of the pulsatile cycle. In contrast, when an
oscillating cylinder is present the events change dramatically.
Symmetry is no longer seen, vortices are shed in early stages
of the pulsatile cycle, and a dynamic vortex interaction
merging/rotation is observed. These new interactions asso-
ciated with the cylinder oscillation may help in improving
the gas exchange by increasing the vorticity and reducing the
drag in an identified flow regime.
Although the current fundamental study provides new
information about pulsatile flow around a single oscillating
cylinder, there are limitations to the study and further studies
are warranted before applying this potential design modifi-
cation to the TAL. Increased vorticity production is antici-
pated to enhance mixing. However, the outcomes of the cur-
rent study are not sufficient alone to reach conclusions
regarding gas exchange enhancement. Future studies involv-
ing mass transport are needed to assess the potential im-
provement in oxygen and carbon dioxide exchange that the
modified design would provide. Because the TAL consists of
FIG. 9. Color online Time average values for drag coefficient a and b and surface vorticity magnitude c and d for different A and Kc as a function
of Re.
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an array of fibers rather than the single fiber considered in
this fundamental study, further investigation of the modified
TAL design will also need to consider the combined oscilla-
tions of the array of fibers and their interaction to elucidate
the role of fiber arrangement in the TAL design. It is impor-
tant to note that blood exhibits a non-Newtonian behavior
due to its composition plasma and cells, and inclusion of
non-Newtonian effects will likely affect the fluid behavior.
The potential for platelet activation and hemolysis within the
TAL also warrants further investigation.
VI. CONCLUSIONS
Flow characteristics during the oscillation of a fiber in
pulsatile flow conditions have been investigated and dis-
cussed in the context of the proposed TAL design. Various
amplitudes of fiber oscillation and Kc numbers were tested at
TAL operating conditions for Re20. It was found that the
number of vortices formed was dependent on the value of Kc
while the distance traveled by said vortices was determined
by the oscillating amplitude. Lower Kc values and higher
oscillating amplitudes promoted vortex formation and shed-
ding suggesting that mixing could be enhanced by mechani-
cally oscillating the fibers contained in the TAL. The drag
force was found to decrease for higher amplitudes and lower
Kc for every Re. A lock-in condition in which the oscillating
fiber frequency matched the vortex shedding frequency was
found when Kc=1 for all cases, but an optimal operating
regime for vorticity enhancement was found when B=1 and
Kc=0.33.
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